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ARTERIAL PERFUSION DETECTION METHOD 
BY SYNCHRONOUS DETECTION 
Yohan P. Prevot 
ABSTRACT 
 
The pressure ulcer is a well-known clinical problem that has plagued many 
patients in acute-care hospitals and chronic-care facilities.  The pressure ulcer has the 
potential to diminish the quality of a patient’s life by hindering the person’s physical and 
emotional well-being.  In addition, pressure ulcers are a high-cost problem.  Past studies 
have shown that costs related to the treatment of pressure ulcers have reached 1.335 
billion dollars a year in the United States alone. 
A pressure ulcer is defined as a lesion created by unrelieved pressure, which 
causes tissue ischemia and subsequently damages the underlying tissue.  This sequence of 
events is mainly centered on ischemia.  Ischemia is a condition created by an insufficient 
flow of blood to an organ or part of an organ such as the skin.  The outcome of ischemia 
is cell death at the tissue level, which is commonly termed necrosis. 
In the past, researchers employed several different non-invasive techniques in 
order to detect changes in the condition of human skin when blood flow was restricted.  
The two most commonly used practices were Laser Doppler Velocimetry and Continuous 
Wave Ultrasound.  Laser Doppler Velocimeter is used to measure cutaneous blood flow 
 x
in a study region.  The moving red blood cells in blood vessels cause a Doppler shift of 
incident laser light, which correlates with the velocity of blood flow.  Continuous Wave 
Ultrasound involves an ultrasound signal, which is transmitted into the skin.  The change 
in frequency of the reflected signal with respect to the transmitted signal provides an 
indication of blow flow. 
The objective of this research was to examine a method for the detection of 
arterial blood flow, which utilized the 4-electrode sensor for the measurement of Tissue 
Impedance or the Bio-impedance method.  The system developed, for the synchronous 
detection method, consisted of both analog hardware and software tools.  The analog 
hardware utilized synchronous detection.  The software monitored and performed 
mathematical operations on the retrieved data.  The system developed during this 
research demonstrated the ability to measure the pulsatile impedance of the skin and 
present the results in a fashion useful to healthcare providers. 
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CHAPTER 1 
 
INTRODUCTION 
 
1.1 Tissue Ischemia and Pressure Ulcers 
The purpose of this chapter is to introduce the basic mechanisms related to the 
formation of pressure ulcers and the tools that have been designed, to date, for the 
detection of blood flow. 
In the developed world today one of the major causes of morbidity and mortality 
is ischemia.  Ischemia is a condition that arises when tissue substrates requirements for 
energy, O2 and glucose, are not met by supply due to inadequate arterial perfusion.  This 
circumstance has led health organizations to combine their efforts to better educate 
clinicians and, with the assistence of engineers, to devise medical instrumentation for the 
detection of blood flow. 
Ischemia of the skin occurs when external pressure compresses the blood vessels.  
Compression of the blood vessels causes an occlusion of blood flow.  Prolonged 
occlusion leads to the development of pressure ulcers, which are most commonly found 
in patients with spinal cord injury.  Pressure ulcers usually develop in soft tissues over 
bony prominences that remain in contact with an applied pressure to the surface.  Such 
stress on the soft tissue eventually reduces blood supply to the skin and the clinical 
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symptom of localized tissue death, (necrosis), results.  Pressure affects many different 
body tissues since they exhibit different tolerances for pressure, acting force on a specific 
area and ischemia.  For example, muscle tissue exhibits a greater sensitivity to stress than 
the skin organ.  Unrelieved pressure applied to the skin surface exerts its greatest force 
near the bone.  Therefore, serious damage may occur between skin and bone before it 
becomes apparent that and when the skin is broken, [22].  Additional factors other than 
pressure such as sheer, infection and friction also play a role in the mechanical damage of 
the skin.  The variations in the formation of pressure ulceration have ultimately been 
structured to better evaluate the timeline for their existence so that timely and adequate 
care can be provided. 
Assessment of a pressure ulcer is classified in stages.  The initial stage, (stage 1), 
involves the observation of reddened skin, which does not blanch.  Stage 2, is 
characterized by the appearance of a blister.  Stage 3 is entered when the blister 
deteriorates into open wound, which presents necrosis of the subcutaneous tissue.  Stage 
4 exists when tissue necrosis down to the bone is presented, [14].  Figure 1.1 illustrates 
one of the most common locations where a pressure ulcer might develop. 
 
Figure 1.1:  Area Where Bedsores Occur, [15] 
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The treatment and prevention of pressure ulcerations is a tedious task.  Many 
guidelines such as pressure management were created for clinical personnel to better 
assist in the protection of the patient skin and deep tissues.   Pressure management is 
related to body positioning, which is defined by three categories: 
1. In Bed, 
2. Turning and repositioning, 
3. Sitting. 
When lying in bed, pillows should be placed between the legs so that the knees and 
ankles do not exert pressure on each other.  Turning and repositioning is extremely 
important for spinal cord injury patient.  Patients with spinal cord injury lack active 
sensory nerves for the detection of local pressure, while a healthy individual will 
normally move whether awake or sleeping.  The third condition of concern related to 
pressure ulceration occurs with the sitting patient since sitting involves increased 
pressures on smaller sacral tuberosity region, which produces a greater risk of pressure 
ulcer formation.  Therefore, an appropriate body posture and alignment of the limbs must 
be maintained.  Additional instructions include skin care, wound management and 
nutrition, which can be obtained from, [22]. 
Pressure ulcers are not a simple problem with an easy solution.  Continuous care 
and monitoring of the patient, whether clinical or emotional, must be provided in order to 
insure successful healing of the tissue and the prevention of any re-occurrences. 
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1.2 Precedent Studies on Arterial Perfusion Detection Applications 
Over decades, medical doctors and Bio-Instrumentation engineers have 
collaborated in the design of medical equipment to detect blood flow in the human body, 
which could warn of ischemia and prevent the ischemia from causing irreversible 
necrosis, thus promote a nursing or patient-centered intervention, such as weight-shifting. 
The following subsection illustrates some of the current applications that were studied in 
order to devise a new concept for the detection of Arterial Perfusion. 
 
1.2.1 Impedance Plethysmography 
Plethysmography is defined as the measurement of volume.  This term is often 
associated with volume changes due to the beating of the heart but may also be related, 
for example, to respiration or peristaltic movements of the alimentary canal [8]. 
Measurements of these changes can be done by the use of strain gauges, impedance and 
various other methods. 
Impedance plethysmography is a method of determining changing organ volumes 
in the body, based on the measurement of electric impedance at the body surface.  It has 
been developed and commercially marketed for measuring cardiac output.  The volume 
change detected is the difference in heart volume between systole (full) and diastole 
(empty).  Measurement of transthoracic impedance can thus monitor the changes due to 
the cardiac cycle.  It can also be used to detect outflow obstruction in the veins of the 
lower extremities.  By putting a tourniquet around a leg and inflating it to a pressure 
higher than venous pressure, but below arterial, blood will flow into the extremity, filling 
it up like a balloon.  When the tourniquet is released, the blood flows out, and the rate of 
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that flow can be measured by watching the change of impedance of the extremity, [8].  
For the purpose of this paper, Tissue Impedance, the physical quantity measured in 
impedance plethysmography, will be furthered examined for the detection of arterial 
perfusion in extremities. 
 
1.2.1.1 Tissue Impedance 
The human body may be considered as a resistive, piecewise homogeneous and 
linear volume conductor [9].  Organs, muscle tissue, nerve tissues all exhibits unique 
resistive and conductive properties.  Below, Table 1.1 illustrates the various tissue 
resistivity values, physical quantity measured in impedance plethysmography, of a 
number of components of the human body.  The values shown in table 1.1 can be used to 
calculate the impedance of the blood volume with blood resistivity ρb based on the 
geometrical diameter of the limbs using the formula, z = (ρ*L)/ A where ρ is the blood 
resistivity, A is the cross section of the area of blood and L is the length of the limb in 
study [9]. 
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Table 1.1:  Resistivity Values for Selected Human Body Components, [9] 
Tissue ρ[Ωm]  Remarks Reference 
Brain  
  
Cerebrospinal fluid  
Blood 
Plasma 
Heart muscle 
Skeletal muscle 
Liver 
Lung 
Fat 
Bone 
2.2 
6.8 
5.8 
0.7 
1.6 
0.7 
2.5 
5.6 
1.9 
13.2 
7 
11.2 
21.7 
25 
177 
15 
158 
215  
gray matter 
white matter 
average 
Hemaatocrit = 45 
longitudinal 
transverse 
longitudinal 
transverse 
  
  
longitudinal 
circumferential 
radial (at 100 kHz)  
Rush and Driscoll, 1969 
Barber and Brown, 1984 
   " 
Barber and Brown, 1984 
Geddes and Sadler, 1973 
Barber and Brown, 1984 
Rush, Abildskov, and McFee, 1963 
Epstein and Foster, 1982 
Rush, Abildskov, and McFee, 1963
Schwan and Kay, 1956 
Rush, Abildskov, and McFee, 1963
Geddes and Baker, 1967 
Rush and Driscoll, 1969 
Saha and Williams, 1992  
Tissue impedance can also demonstrate frequency dependence since the 
impedance of different tissues exhibit reactive properties under certain conditions.  This 
dependence must be considered when selecting the operating frequency for the design a 
Bio-Impedance system.  One method that is used to demonstrate the properties of tissue 
impedance as a function of frequency is the Cole-Cole plot.  Figure 1.2 presents an 
example of the Cole-Cole plot of the tissue impedance behavior of skeletal muscle as a 
function of frequency. 
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Figure 1.2:  Transverse and Longitudinal Impedances of Skeletal Muscle, [9] 
The Cole-Cole plot has proven to be useful for the determination of tissue impedance 
corresponding to different parts of the body.  Further analysis of this method can be 
found in the literature, [9]. 
 
1.2.2 Photo-Plethysmography 
A Photo-Plethysmograph, (PPG), is a device, constructed from a light source and 
a detector, for the purpose of measuring blood volume in various parts of the body.  The 
PPG captures the pulsation of the arterial blood flow, which is the AC component of the 
signal retrieved from the photo-detector.  The sites around the body that are commonly 
used for detecting such volume changes include the finger, the ear lobe and the foot.  
There are two different method employed when using a photo-plethysmograph, one can 
be transmissive or reflective. 
In simple PPG the absorption, reflection and scattering of the induced light is 
dictated by the volume of blood in the vessels due to arterial pulsation.  Measurement of 
the varying light that is either transmitted or reflected will show changes in the amount of 
blood in the body part.  A more complicated system, pulse oxymetry, looks 
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simultaneously at two different wavelengths, which are based on the spectroscopic 
differences between oxyhemoglobin and deoxyhemoglobin.  The use of two different 
wavelengths provides for the determination of arterial oxygen saturation and pulse rate. 
 
Figure 1.3:  Schematic Illustration of the PPG Function 
 
1.3 Laser Doppler Velocimetry 
Laser Doppler Velocimetry provides a non-invasive capability for the continuous 
measurement of capillary blood flow.  This method has been used to measure capillary 
blood flow in many tissues including muscle, skin, bone and intestine.  Laser Doppler 
Velocimetry entails the use of, minimal power, laser light that is transmitted via an optic 
fiber placed on top of the area of the skin under consideration.  Upon contact with the 
skin, the light is scattered by moving red blood cells, which changes the frequency of the 
light according to the Doppler Effect.  The scattered light is transmitted through optical 
fibers from the subject to an analyzer that displays the Laser Doppler flux signal.  The 
output of the analyzer presents the value for the flux of red cells, which is the number of 
red cells times their velocity.  Further literature related to this technique can be found in 
the liturature, [16].  Figure 4 illustrates the basic mechanism employed by Laser Doppler 
velocimetry. 
Light Source 
Bed Tissues, Finger 
Detector
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Figure 1.4:  Laser Doppler Mechanism, [16] 
 
1.4 Motivations and Thesis Framework 
The motivation for this research was the need to examine alternative methods for 
the detection of arterial blood flow for the purpose of prevention of pressure ulcers in 
spinal cord injury patients.  Pressure ulcers result in high care cost and high rates of 
reoccurrence since no methods, specifically designed for pressure ulcers prevention by 
monitoring skin blood flow, exit.  Many proven concepts for the measurement of skin 
blood flow, currently being used, cannot be used for the purpose of prevention of 
pressure ulcers in patients.  Therefore, it was apparent that a need existed for a small, cost 
effective device, which could be attached to a patient in order to continuously monitor 
blood circulation. 
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This thesis will discuss the anatomy of the skin and its electrical properties in 
Chapter 2.  An understanding of how the skin behaves under electrical stimulation will 
disclose why the design concept, used to complete the Arterial Perfusion Method, was 
chosen.  In Chapter 3, the analog theory, software simulation and system implementation 
are discussed.  Chapter 4 presents the software interface that was designed to monitor, in 
real time, the data obtained.  Chapter 5 presents subject data in order to demonstrate how 
the device performed when placed on various parts of the body.  Conclusions and 
recommendations for future investigations are presented in Chapter 6. 
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CHAPTER 2 
 
BACKGROUND THEORY 
 
2.1 Arterial Perfusion 
In physiology, arterial perfusion is the process concerned with the delivery of 
nutrients by means of blood flow to a capillary bed in the biological tissue or the limb.  
The degree to which blood is delivered to tissues plays an important role in the healing of 
pressure ulcers, which are prevalent in patients confined to beds. 
 
2.2 Skin Anatomy and Physiology 
The human skin is the largest organ of the human body and provides protection 
for the body from the outside world.  Any damages or impairment of the skin has 
important implications for the health of a person.  Its function is to regulate the body 
temperature, transmit the sensation of touch and pain, prevent loss of bodily fluids and 
protect the inside of the human body against incursion. 
Essentially, the skin is composed of two layers, which are termed the epidermis 
and the dermis.  The epidermis is the outmost layer of the skin, which is continually 
renovating itself through the flaking of aged cells and attaining new cells from the dermis 
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region.  The dermis is the layer where sweat glands, hair cells and nerve receptors are 
found. 
The stratum corneum, (SC), which is the subcutaneous layer of the epidermis, was 
one of the main areas for electrical consideration.  An understanding of the properties of 
the SC, under electrical stimulation, was of great importance for the successful 
implementation of the arterial perfusion detection method. 
The stratum corneum is the outermost layer of the epidermis.  Its surface is 
composed of dead cells while healthy living cells are found at its base, [9].  The 
physiological function of the stratum corneum is to provide the body with a defense 
against mechanical and chemical attacks from the outside world.  Additionally, its water 
insulating fatty composition also acts as a high resistance to electrical signals with DC 
components.  Apart from its protection from real world conditions, the stratum corneum 
provides a medium for the study of biological signals. 
The human body contains many electrical signals that can be captured by the 
placement of skin electrodes on the stratum corneum.  These signals originate from nerve 
impulses or muscle contraction.  The SC of the skin presents a very high electrical 
impedance.  Therefore, high input-impedance amplifiers must be used for the detection of 
such signals.  The skin and its various layers are depicted in Figure 2.1. 
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Figure 2.1:  Layers of the Human Skin, [17] 
The stratum corneum provides the dominant skin impedance at frequencies less 
than ten kilo-Hertz.  Its corresponding impedance was the determining factor in the 
decision to use a frequency of 100 kHz for the arterial perfusion detection circuit.  In 
turn, the use of a signal with a 100 kHz frequency component for the arterial perfusion 
detection circuit led to a deeper analysis of the layers beneath the stratum corneum as 
well as the reduction in the impedance of the stratum corneum. 
 
2.2.1 Electrical Properties of Tissue 
Tissue, a body component made of living cells, exhibits frequency dependent 
electrical behavior that is determined by the conductivity of the intra-cellular spaces, 
extra-cellular spaces and the permittivity of the membrane, [12].  Electrical current flow 
in the body tissue is a function of the state of the tissue, the tissue structure and the 
current source employed.  Current flow in healthy tissue follows the principle: 
At dc and low frequencies, current applied to the body passes around the cell 
since the cell membrane has high capacitive properties.  With frequencies larger 
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than one kilo-hertz the current applied will pass through the cells since the 
capacitive property of the cell membrane no longer affects its path. 
An example of the current pattern in viable tissue is demonstrated in Figure 2.2. 
 
 
 
 
 
 
Figure 2.2:  High and Low Frequency Current Paths in Tissue 
In general, tissue in the body, whether muscle tissue or nerve tissue, will behave 
differently to certain frequencies.  For example, the longitude direction in muscle tissue 
possesses high conductance and is not frequency dependent.  These characteristics 
indicate that direct free liquid channels dominate the current path, [8]. 
 
2.3 Ag/AgCl Electrodes 
The silver-silver chloride electrode is the most common electrode due to its 
straightforwardness of manufacture and its temperature range.  Silver-silver chloride, 
(Ag-AgCl), electrodes provide precise transmission of surface bio-potentials developed 
across the human skin.  Only pure silver-silver chloride is used in measurements 
associated with human skin.  During fabrication a bendable silver wire is incorporated 
into the Ag-AgCl matrix to provide an electrical link.  An adhesive, (wet gel), is also 
added to allow for good contact between the skin and the electrode. 
HF 
 
LF 
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2.4 The Four-Electrode Measurement System 
A diagram of the four-electrode system for the measurement of tissue impedance 
is presented in Figure 2.3. 
 
  Iin                V+     V-   Iout 
 
 
 
 
Skin Layer 
 
Equi-potential surface 
Figure 2.3:  Four-Electrode Technique 
The four-electrode measurement system has been widely used by researchers 
since it provides certain benefits with respect to its counter-part, which involves the use 
of just two electrodes.  A major difference between the two-electrode measurement 
method and the four-electrode measurement method is: 
2-electrode-measurement:  Causes errors since the potential difference 
sensed between the two electrodes includes the voltage due to the 
current flowing through the polarization impedance at the electrode-
tissue interface, [13]. 
4-electrode-measurement:  An AC signal is passed through the outer two 
electrodes and the inner two electrodes sense the voltage difference. 
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Therefore, utilization of four-electrodes introduces: 
1) Minimal error due to electrode-tissue interface impedance, 
2) Effects of polarization impedance are negligible when using high input 
impedance amplifiers. 
When building a device to utilize the four-electrode method two key issues related 
to the injected current and electrode spacing must be addressed.  The amplitude of the 
injected current must be determined since its amplitude will give rise to a decrease in the 
impedance of the SC and will lead to the analysis of deeper layers.  Another factor is the 
spacing of the electrodes.  Electrode placement needs to be linear and equally spaced on 
the subject.  Overall, the four-electrode measurement is best suited for the measurement 
of tissue impedance and provides the best possible sensor for the arterial perfusion 
detection method. 
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CHAPTER 3 
 
ANALOG HARDWARE DESCRIPTION 
 
3.1 Analog Hardware 
This chapter contains a description of the analog hardware used in this research.  
Additionally, this chapter explains the theory, software analysis and implementation of 
the various components used in order to realize the Arterial Perfusion Detection method.  
Figure 3.1 presents the overall block diagram of the final implementation of the arterial 
perfusion detection design  
 
 
 
 
 
 
 
 
 
 
 Narrow Band-Pass Filter  
Fc = 100 kHz 
Function Generator 
100 kHz, 5V 
Constant Current Source 
100 kHz, 500uA  
Differential 
Amplifier 
Gain = 5 V/V 
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Phase Shifter 
180o 
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Fc = 500 mHz 
Filter 
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4-Electrode
System 
I+ 
V+ 
V- 
I- Output 
Figure 3.1:  Block Diagram for the Arterial Perfusion Detection 
Method 
 18
3.1.1 Function Generator 
The AFG300 instrument is a 16 MHz arbitrary waveform generator with built-in 
waveform capabilities.  The instrument supports standard functions such as sine wave, 
square wave, triangle wave, DC levels and noise.  Additional features incorporated in this 
instrument are: 
• Function Generator, 
• Burst Generator, 
• Sweep Generator, 
• Modulation Source. 
Applications for this instrument exist for such diverse areas as the classroom 
laboratory and simulating waveforms in testing and design for biomedical purposes.  For 
this research, the function generator was used to generate an input sine wave, with a 
frequency of 100 kHz, for the Arterial Perfusion Detection circuit. 
 
3.1.2 Programmable Power Supply 
The PS2521G is a triple-output Power Supply with one supply delivering a limit 
of 6V and 3A and two supplies delivering a maximum of 36V and 1.5A.  The power 
supplies can be controlled independently.  In the independent mode, the output voltage 
and current of each supply are controlled individually and independent of the other two 
supplies.  In the two tracking modes the variable outputs are connected either in series or 
in parallel and the controls of the master power supply adjusts the voltage or current of 
both power supplies, [18].  This power supply can be used to provide power to 
electronics components when designing, performing test during laboratory research or for 
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education related objectives.  The PS2520G Programmable Power Supply was used in 
this research to provide positive and negative 12 Volt power to the Arterial Perfusion 
Detection circuit.  Figure 3.2 pictures the front panel of the PS2521G power supply. 
 
Figure 3.2:  PS2521G Programmable Power Supply, [18] 
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3.1.3 Second Order, Narrow-Band, Bandpass Filter Based On Inductor 
Replacement 
For years, analog design engineers have proposed ways to replace inductors with 
op-amps in electronic circuits.  One of the best realizations came from A. Antoniou, 
(1969).  His design has proven to be very tolerant to the non-ideal properties of the op-
amps included in the circuit.  In particular the non-ideal properties associated with the op-
amps finite gain and bandwidth, [4]. 
The decision to use the op-amp based filters instead of inductor based filters was, 
essentially, personal.  The fact is that problems can arise, with the use of inductors, as a 
result of their lossyness, which is due to significant series resistance and many other 
pathologies.  Figure 3.3 presents the Antoniou inductance model circuit for a Second 
order, narrow-band, bandpass filter. 
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Figure 3.3:  Second Order, Narrow-Band, Bandpass Filter with Inductor Replacement 
For this research, the bandpass filter was utilized to filter out any harmonics that 
were generated by the function generator and 60Hz power line frequency.  To achieve a 
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condition as close as possible to a system without large magnitude harmonics, a quality 
factor, (Q), greater than twenty was desired for the filter. 
 
3.1.3.1 Circuit Analysis 
The second order, narrow-band, bandpass filter had to satisfy requirements of: 
• Center Frequency of 100 kHz, 
• Q > 20, 
• Center Frequency Gain of 1, 
• C = 1000pF, 
• 12 Volt supply. 
The center frequency chosen for the design of the bandpass filter had to coincide 
with the implementation of a constant current source operating at that frequency.  
Additionally, a high Q factor, greater than 20, was desired so that the narrow-band filter 
frequency response could be obtained.  The computation of the resistor values and 
bandwidth values were performed by using equation (1), (2), (3) and the arbitrarily 
chosen capacitor value. 
Pole Frequency Equation 
R1 R2 R3 R5
1
ωo C⋅ ,    (1) 
Pole Q Factor Equation 
R6
Q
ωo C⋅ ,      (2) 
 
 22
3-dB Bandwidth Equation 
B fh fl− .      (3) 
 
3.1.3.2 PSPICE Software Simulation 
After all the required component values were calculated, the design was simulated 
in Orcad PSPICE.  The PSPICE design software tool is the most widely used schematic 
entry system presently employed in electronic design.  It specifically allows for the 
simulation of analog circuits and the revision of a printed circuit board, (PCB), diagram.  
The main objective for simulating the filter circuit was to observe its frequency response 
so that the 3-dB bandwidth and the quality factor could be determined and compared to 
the calculated value.  Figure 3.4 graphically presents the simulation results for the filter’s 
frequency response. 
           Frequency
100KHz80KHz 120KHz
V(Rvariable1:2)
0V
0.5V
1.0V
 
Figure 3.4:  Simulated Frequency Response of the Filter 
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Using equation (2) and (3) the 3-dB bandwidth and the Quality Factor of the 
simulated frequency response was determined.  The results of the calculations are 
presented in Table 3.1. 
Table 3.1:  Calculated and Simulated 3-dB Bandwidth and Quality Factor 
 Calculated Simulated 
3-dB Bandwidth 3.012e3 3.677e3 
Quality Factor (Q) 208.602 27.225 
 
The Quality factor from the simulation varied significantly from the theoretical 
calculation.  This result was to be expected since the theoretical aspect of the design did 
not take into consideration the parasitic effect of the capacitors.  Another aspect of the 
theoretical design of the filter, which needed to be evaluated, was the filter’s pole/zero 
placements, as well as its Gain response.  In order to investigate and establish these 
aspects of the design Matlab software was employed.  Matlab is a data-manipulation tool 
that allows data synthesis by user-designed programs.  Matlab software was employed to 
study the characteristics of the filter.  The second order, narrow-band, bandpass filter has 
a second order transfer function that is given by: 
T s( )
K s⋅
C6 R6⋅
s2 s
1
C6 R6⋅
⋅+
R2
C4 C6⋅ R1⋅ R3⋅ R5⋅
+
.   (4) 
Analyses of the transfer function with the Matlab source code, which is presented in 
Appendix 1, generated the data presented in Figure 3.5.  The top graph presents the 
pole/zero plot, which shows that the poles were located 0.1500 rad from the imaginary 
axis.  Using the distance of the poles from the jw-axis, the quality factor, (Q), was 
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determined to have a negative value.  A negative Q value implied that the poles were 
located in the right half of the s-plane which would produce oscillations, [4]. 
 
Figure 3.5:  Pole-Zero Plots of the Second Order, Narrow-Band, Bandpass Filter 
The bottom graph in Figure 3.5 presents the filter’s Gain response.  High attenuation, in 
the orders of -100dB, can be achieved outside of the 3dB bandwidth.  Overall the filter 
design met the requirements specified for the Arterial Perfusion Detection Method. 
 
3.1.3.3 Implementation Results 
The final step of the design, after having calculated its frequency response and 
pole/zero placements, was to construct the filter.  Testing of the physical implementation 
of the filter demonstrated, through its overall frequency response, that the filter could 
actually be constructed for a real world application.  Using a function generator, an input 
amplitude of 1V for frequencies in the range of 90 kHz to 110 kHz was supplied to the 
filter.  The output amplitude was recorded and the gain of the filter calculated and 
plotted.  Figure 3.6 presents the results from four different tests. 
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Figure 3.6:  Frequency Response of Implemented Bandpass Filter 
The variation in the responses at different frequencies arose due to 
implementation of the circuit with tantalum and mica capacitors.  The test, using different 
kinds of capacitors, was performed to observe whether the frequency response would be 
affected since each type of capacitor exhibits different frequency response properties.  
Tantalum capacitors have less series resistance, higher capacitance to volume ratio and 
are stable.  Mica capacitors have low series resistance, inductance and are generally used 
for high frequency filtering. 
In Figure 3.6, Data<1> was the original data whose amplitude was recorded in 
terms of its root mean square, (RMS), value while the gain was normalized.  Gain2 was 
also normalized and datam<1> was the RMS value.  From the plotted data for Gain and 
Gain2, the 3-dB bandwidth was found to be the same for each plot.  The Quality Factor 
was also calculated.  The necessary calculations and results are presented in Figure 3.7. 
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1. High,Low 3dB frequency and Center Frequency
fh 100.8 10
3⋅:= fl 99.2 103⋅:= fcenter 100 103⋅:=
2. Calculated 3dB Bandwidth
B3dB fh fl−:= B3dB 1.6 103×=
3. Calculated Quality Factor
Q
fcenter
B3dB
:= Q 62.5=
 
Figure 3.7:  Analysis of the Quality Factor 
In the implementation, the Quality factor improved by a factor of two compared 
to the simulated value.  Overall the second order, narrow-band, bandpass Filter design 
met specifications and was satisfactory for the Arterial Perfusion Detection Method. 
 
3.1.4 Constant Current Source 
An ideal Current Source is a device that maintains a constant current through a 
circuit, regardless of the load impedance.  Its design can be achieved through the use of 
transistors.  A transistor is a device that can amplify and produce an output signal with 
more power than its input signal.  Circuit configurations such as the current mirror and 
the push-pull configuration are used to implement a constant current source.  For the 
Arterial Perfusion Detection, a transistor circuit similar to the push-pull configuration 
was designed.  Instead of using the usual NPN/PNP pair of transistors, the reverse was 
utilized.  One of the major benefits of the chosen configuration was that its output 
impedance was much larger than most configurations.  This effect was achieved since the 
collector of a transistor exhibits a much larger impedance than the emitter.  The larger 
impedance was necessary to prevent signal loading when the Arterial Perfusion device 
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was connected to the skin, which can exhibit large impedances at certain frequencies.  
Figure 3.8 presents a schematic of the constant current source designed for this research. 
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Figure 3.8:  Schematic Diagram of the Constant Current Source 
 
3.1.4.1 Circuit Analysis 
The design of the constant current source had to satisfy the conditions: 
• 500uA quiescent current, 
• 100 kHz Operating frequency, 
• High Output Impedance, 
• 12 Volts supply. 
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The current source operating frequency and quiescent current were chosen to coincide 
with the electrical properties of human tissue.  At high frequencies, the signal penetrates 
the deeper tissue layers under the stratum corneum, which yields a deeper analysis of the 
body under study. 
The Bipolar Junction Transistor was biased in accordance with the theory 
presented in reference [4]. 
PNP Transistor Analysis: 
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Figure 3.9:  Top Half of the Constant Current Source 
The quiescent current was specified to be 500uA.  Using the formula relating 
collector current to emitter current of a transistor the emitter, IE, was found to be 502uA 
with a DC beta value of 198.  The base voltage was chosen to be a fraction of the supply 
voltage, (6 Volts), which enabled the computation of RE, which yielded a value of 10.48 
kOhm.  The biasing design equations and results are presented in Figure 3.10. 
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RE 10.48k:=
VBB IB RBB⋅ VBE+ IE RE⋅+ solve RE, 10488.944723618090452→6. 
RBB 1.15 10
4×=RBB
RB2 RB1⋅
RB2 RB1+
:=5. 
RB1 23k:=VBB VEE
RB2
RB2 RB1+



⋅ solve RB1, 23000→4.
IB 2.525 10
6−×=IB IE Ic−:=3.
IE 5.025 10
4−×=IE
Ic
α:=
2.
Ic 500u:=1.
Calculation:
Arbitrary  valueRB2 23 10
3⋅:=
Base & Emiiter junction 
voltage
VBE .7:=
Used 1/2 of power supply voltageVBB 6:=
Power SupplyVEE 12:=Obtained form curve tracerβ 198:=
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Figure 3.10:  Analysis of the Top Half of the Constant Current Source 
Since the two transistors were arranged in a manner complimentary to each other, 
the resistor values associated with the NPN transistor were the same as the ones 
calculated for the PNP transistor. 
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NPN Transistor Analysis: 
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Figure 3.11:  Bottom Half of the Current Source 
 
3.1.4.2 PSPICE Software Simulation 
The constant current source was built in PSPICE and simulated.  Two main 
objectives were considered using its model.  The first was to analyze and compare the DC 
node voltages and the transistor currents, which are shown in Appendix 3.  The second 
was a check for linearity of the current source when different loads were applied.  The 
values for the DC node voltages and currents calculated and simulated are presented in 
Table 3.  The simulation results were very similar to those calculated. 
Table 3.2:  DC Characteristics for the BJT Simulation 
DC Characteristics Calculated Simulated 
Collector Current 500uA 502.9uA 
Emitter Current 502.5uA 505.1uA 
Base Voltage 6V 6.025V 
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Linearity of the current source: 
The circuit was simulated using a parametric sweep of the output load that was 
varied from 100 Ohm to 1 kOhm.  The results are presented in the plots of Figures 3.12 
and 3.13. 
 
Figure 3.12:  Output Voltage with Fluctuating Load Resistor 
 
Figure 3.13: Output Current with Fluctuating Load Resistor 
Figure 3.12 demonstrates how the output voltage varied as the load was varied.  
As the load changed the network adjusted its voltage to maintain a constant current.  
Figure 3.13 displays the current through the load as the load was varied.  This plot also 
confirms that the current remained constant when the load was varied.  The simulation 
 32
demonstrated that the constant current source was independent of the variation in the 
output load. 
 
3.1.4.3 Implementation Results 
The constant current source was physically implemented and its linearity 
investigated in order to determine if the circuit was adequate for the Arterial Detection 
Method.  In order to verify its linearity, the test procedure presented in Appendix 4 was 
developed.  The data obtained is presented in Figure 3.14. 
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Figure 3.14:  Measured Data from the Multi-Meter 
The plots presented in Figure 3.13 demonstrate that the voltage across the varying 
resistor was proportional to the current through the varying resistor.  The design of the 
constant current source was successfully implemented and exhibited the linearity required 
for its use in the Arterial Perfusion Detection Method. 
 
3.1.5 Emitter Follower 
The emitter follower was designed to act as a buffer between the differential 
amplifier and the two inner electrodes, which were placed on the skin.  Its characteristics 
allows for the connection of a source having high resistance, Rs, to a load with relatively 
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low resistance, [4].  Another useful aspect of the emitter follower is that its gain is unity.  
Furthermore, the input coupling capacitor with the bias resistor at the base of the 
transistor forms a high pass filter and, since the output is taken across the emitter, no 
phase inversion in signal is generated.  Figure 3.15 presents the schematic for the emitter 
follower designed during this research. 
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Figure 3.15:  Emitter Follower 
 
3.1.5.1 Circuit Analysis 
The emitter follower was designed to comply with the specifications: 
• High Input Impedance, 
• Input RC configuration yield >10 Hz 3-dB point, 
• 12 Volts Power Supply, 
• VE = 5 Volts. 
The high input impedance was desired to prevent any signal loading when the 
emitter follower was connected to the subject’s skin.  Additionally, the cut-off frequency 
was chosen to be greater than 10 Hz in order to remove the large DC offset due to the 
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equipotential at the electrode-skin contact.  The calculation of the input and output 
impedances as well as the bias resistor values for the emitter follower is presented in 
Appendix 5. 
 
3.1.5.2 PSPICE Software Simulation 
The Emitter Follower was built and simulated with PSPICE.  The objective of the 
simulation was to compare the calculated node voltages and currents to the simulation 
values.  In addition, the frequency response of the design was examined to determine 
whether the specified 3-dB point was achieved.  The emitter follower circuit schematic 
depicting node voltages and branch currents is presented in Figure 3.16. 
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Figure 3.16:  DC Node Voltages and Currents 
Table 4 presents the simulated and calculated values for the design.  These values 
show that the transistor’s simulated values closely agreed with the transistor’s calculated 
values.  Table 3.3 presents the operating voltages and currents for the transistor in the 
emitter follower circuit. 
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Table 3.3:  Transistor Operating Currents and Voltages 
 Calculated Simulated 
VB 8V 6.983 V 
VE 7.3V 6.227V 
IB 154uA 152.5uA 
IE 25.09mA 24.91mA 
IC 24.94mA 24.76mA 
 
The frequency response of the emitter follower was investigated in order to 
demonstrate compliance with the desired specification.  Figure 3.17 presents a response 
curve with a 3-dB point at 238 Hz for a highpass filter. 
          Frequency
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Figure 3.17:  Frequency Response of the Emitter Follower 
The design of the emitter follower exhibited a voltage gain of approximately 
unity, a low output resistance and a high input resistance.  These results were well suited 
for its application as a buffer in the Arterial Perfusion Detection Method. 
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3.1.6 BJT Differential Amplifier and Buffer 
One of the processing tools of the Arterial Perfusion Detection Method is the 
differential amplifier.  The differential amplifier is commonly used for the amplification 
of the difference voltage between two input signals such as the voltage signals retrieved 
by the two inner electrodes of the four electrode system.  The differential amplifier 
designed supplied a very good common mode rejection, (CMRR), of 87dB and provided 
a gain of 38V/V.  The output for the differential amplifier can be taken differentially or 
single-ended.  The Arterial Perfusion circuit required a single-ended output, which was 
subsequently buffered.  Figure 3.18 presents the schematic for the differential amplifier 
and buffer designed during this research. 
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Figure 3.18:  Schematic Diagram of the BJT Differential Amplifier and Buffer 
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3.1.6.1 Circuit Analysis 
The differential amplifier was designed to meet the specifications: 
• High CMRR to remove unmated common mode voltages, 
• Max 2.5mA operating quiescent current on Q1 and Q2, 
• 12 Volts Power Supply. 
The analysis of this design was performed using the equations in, [4].  The specified 
emitter current could not exceed 2.5mA.  Therefore, the current source that was used to 
bias the differential amplifier was also used to bias the collector current of the emitter 
follower.  The single-ended output was capacitively coupled with resistor to ground.  The 
coupling circuit formed a highpass filter, which produced a large DC offset at the output 
node.  The overall single ended output gain of the design without the buffer yielded the 
results presented in Figure 3.19. 
From PSPICE SImulation:
Ic 2.38 10
3−⋅:= gm .0893:= Rc 1k:= Acm 1.820710 3−⋅:=
Gain and CMRR calculation:
1. Gain
1
2


− gm⋅ Rc⋅:= Gain 44.65−=
2. CMRR 20log
Gain
Acm



:= CMRR 87.792= dB
 
Figure 3.19:  Gain and CMRR Analysis of the Differential Amplifier 
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3.1.6.2 PSPICE Software Simulation 
The Differential Amplifier was built and simulated in PSPICE.  The purpose of 
the simulation was to verify the operation of the circuit and to perform a frequency 
analysis in order to determine its overall gain at the single-ended output.  Figure 3.19 
presents a schematic of the differential amplifier that depicts the DC current values 
obtained for the various branches of the circuit.  The collector current of the differential 
amplifier was slightly less than the specified value.  The current source connected to the 
emitters of the differential amplifier shows that proper biasing was provided since the 
collector currents were approximately the total emitter currents of the current source. 
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Figure 3.20:  DC Currents of the Simulated Differential Amplifier 
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In order to verify the frequency response of the differential amplifier one of the 
inputs was set to ground and a frequency response simulation performed.  The results of 
the frequency response simulation are presented in Figure 3.21.  The maximum gain of 
the differential amplifier circuit was 38.079V/V with the 3db point at 35V/V. 
          Frequency
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Figure 3.21:  Gain Response of the Differential Amplifier 
Another factor requiring consideration was that the electrodes, applied to the skin, 
could have a separation of no more than 2 inches.  The electrode separation could not 
yield a differential voltage of more than 50mV.  This limit was important in order to 
insure that the differential amplifier would not saturate.  The design of the Differential 
Amplifier was successfully performed and implemented in the Arterial Perfusion 
Detection Method. 
 
3.1.7 Second Order Phase Shifter with Voltage Divider and Op-Amp Buffer 
The requirements that the signal must be in phase with the reference signal, be 
less than 800mV and be buffered before being introduced to the AD630 for synchronous 
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detection were additional criteria of the Arterial Perfusion Detection Method that had to 
be met.  To accomplish these tasks an allpass phase shifter employed as a Phase Lag 
circuit, voltage divider and buffer were implemented.  An all-pass phase shifter is a 
circuit that will pass all signal frequencies without attenuation but with varying phase 
shifts, [6].  This allpass filter, voltage divider and circuit is presented in Figure 3.22. 
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Figure 3.22:  Schematic Diagram of the Second Order All-Pass Filter, Voltage Divider and 
Buffer 
The voltage divider circuit that provided a fraction of the input voltage was 
simply based on the combination of two series resistors.  The buffer, which was an op-
amp version of the emitter follower, was used to provide a high input impedance and low 
output impedance with unity gain. 
 
3.1.7.1 Circuit Analysis 
The design of the second order allpass phase circuit had to be able to provide a 
phase lag that was adjustable from 0o to 90o.  Using the methodology in, [6], the values 
for the necessary components were calculated.  Though the method in, [6], states that the 
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allpass circuit be designed by first determining resistors R1 and R2, the latter was 
performed by choosing the capacitor value first and working backwards.  For a phase 
shift of 90o, the calculation procedure is illustrated in Figure 3.23. 
Given: C .001u:= f 100k:= R1 3k:=
1. C
1
2 π⋅ f⋅ R3⋅
solve R3, 1591.5494309189533577→ R3 1.591k:=
2. R3
R1 R2⋅
R1 R2+
solve R2, 3387.5088715400993612→ R2 3.387k:=
 
Figure 3.23:  Calculation of the Component Values for a Phase Shifter 
The design required a second order phase shifter.  Simply cascading two phase 
shifters produced the required second order allpass phase shifter.  The voltage divider 
design equation is given by equation (5). 
Voltage Divider Equation 
Vout
R2
R1 R2+
Vin⋅
.     (5) 
Equation (5) yielded the required step down voltage.  The Op-Amp Buffer was obtained 
by using the Analog Devices component IC AD817.  Further information about this 
integrated circuit can be found in the literature, [14]. 
 
3.1.7.2 PSPICE Software Simulation 
The overall circuit was built and simulated in PSPICE.  The purpose of the 
simulation was to verify that a 90o phase shift by the first phase shifter was obtained 
when R3 of the design was set to its calculated value.  Since the all-pass filter was second 
order, a total of 180o should be obtained at the output of the second phase shifter. 
 42
 
Figure 3.24:  Second Order Allpass Phase Shifter Simulation Results 
Figure 3.24 shows that the first phase shifter provided a phase difference of 
86.04o and the second phase shifter provided an additional phase difference of 86.76o.  
The total phase shift for the allpass circuit was 172.8o.  The simulation demonstrated that 
the second order allpass phase shifter satisfied the design criteria.  The design equations 
and the results of their use are presented in Figure 3.25. 
Given: Ref 15.015u:= PS1 17.405u:= PS2 19.815u:=
Period of Reference waveform
Period 20.01u 10.01u−:=
Phase Difference: Reference and first Phase Shifter
θ
PS1 Ref−( )
Period
360⋅:= θ 86.04=
Phase Difference: Reference and second Phase Shifter
θ
PS2 Ref−( )
Period
360⋅:= θ 172.8=
 
Figure 3.25:  Verification of the Phase-Shifter Design 
The phase shifter has a second-order transfer function given by: 
H s( ) k
s2
ωo
Q
− ωo
2+


s2
ωo
Q
+ ωo
2+


⋅ where ωo
1
R1 R2⋅ C1⋅ C2⋅ Q
R1 R2⋅ C1⋅ C2⋅
R1 C1⋅ R2 C2⋅+
   (6) 
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Application of the transfer function to the source code in Appendix 1provided the 
results presented in Figure 3.26.  The top graph presents the pole/zero plot.  It is observed 
that the poles and zeroes displayed mirror-image symmetry with respect to the jw axis, 
which is required of a well designed allpass phase shifter. 
 
Figure 3.26:  Allpass Phase Shifter Pole/Zero Plots 
The theoretical and simulated circuit was properly designed and met the 
specifications for its use in the Arterial Perfusion Detection Method. 
 
3.1.8 AD630 Integrated Circuit 
The AD630 IC was the most instrumental part in the Arterial Perfusion Detection 
Method.  Its purpose was to detect the amplitude modulation imposed on of the retrieved 
differential voltage signals from the inner-electrodes by synchronous detection.  The 
Analog Devices AD630 IC is a high precision balanced modulator/demodulator that 
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incorporates signal processing applications such as balanced modulation, demodulation, 
synchronous detection, phase detection, quadrature detection, phase-sensitive detection, 
lock-in amplification and square wave multiplication. 
 
Figure 3.27:  Functional Block Diagram of the AD630 
 
3.1.8.1 Synchronous Detection 
Synchronous detection works well for frequencies up to several mega-Hertz.  The 
synchronous detection or homodyne detection method dynamically combines range, 
accuracy and speed.  This design implemented the rectification by inversion of the output 
during alternate cycles, [5].  To obtain optimum performance, a minimal noise signal at 
the same frequency and phase as the carrier of referenced amplitude modulated signal 
being detected was required. 
In the Arterial Perfusion circuit, the synchronous detection circuit was utilized for 
the detection of the signal that was amplitude modulated by the arterial blood flow in the 
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limbs.  The resulting output of the chip was a signal corresponding to the area under the 
curve under study. 
 
3.1.8.2 PSPICE Software Simulation 
The simulation test was performed to characterize the AD630 that was used for 
synchronous detection in the Arterial Perfusion Hardware.  In order to characterize the 
AD630, the design of a balanced modulator shown in the part’s data sheet was built, [18].  
The operational schematic for the AD630 is presented in Figure 3.28. 
 
Figure 3.28:  AD630 as a Gain-of-One Balanced Modulator 
Pins 6, 5, 4 and 3 of the AD630 chip were not connected since their purpose of 
adjusting the DC offset was not the primary focus of the test.  A low-pass filter was 
added at the output of the modulator to remove any higher frequency components.  
Figure 3.29 presents a schematic of the simulation circuit that utilized the AD630 as a 
component.  Initially, two inputs to the AD630 were generated.  One input was a 100 kHz 
square wave and the other was a 10 kHz sine wave.  In order to replicate the data found in 
the AD630 data sheet the amplitudes of the square wave and sine wave were set at 1Volt. 
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Figure 3.29:  PSPICE Schematic of the Simulation 
Figures 3.30, 3.31 and 3.32 present the simulated waves and the output waveform of the 
AD630 Balanced Modulator. 
          Time
0s 20us 40us 60us 80us 100us 120us 140us 160us 180us 200us
V(Vpulse)
-1.0V
0V
1.0V
 
Figure 3.30:  PSPICE Generated 100 kHz Square Wave 
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          Time
0s 20us 40us 60us 80us 100us 120us 140us 160us 180us 200us
V(Vsin)
-1.0V
0V
1.0V
 
Figure 3.31:  PSPICE Generated 10 kHz Sine Wave 
          Time
0s 20us 40us 60us 80us 100us 120us 140us 160us 180us 200us
V(U3:OUT)
-1.0V
0V
1.0V
 
Figure 3.32:  AD630 Output Simulation 
 
3.1.8.3 Implementation 
The implementation of the AD630 Balanced Modulator followed the same 
procedure that was performed in the PSPICE simulation except for the inclusion of a 
lowpass filter.  A square wave with a frequency of 10 kHz and amplitude of 1V was 
generated with a function generator.  The 100 kHz square wave and the 10 kHz sine wave 
are depicted graphically in Figures 3.33 and 3.34 respectively. 
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Figure 3.33:  100 KHz Square Wave 
 
Figure 3.34:  Ten Kilohertz, (10 KHz), Sine Wave 
 
Figure 3.35:  Implementation Output from the AD630 
Analyses of the simulation data, implementation test data and the data from the 
specification sheet, yields the conclusion that the chip behaved as required when it was 
connected in the circuit.  The only observable difference was the amplitude of the 
generated waveform.  The specification asked for a 5V amplitude while the experiment 
was performed with a 1V amplitude.  The data sheet results, AD630 output simulation 
 49
results and the implementation output from the AD630 are presented in Figures 3.36, 
3.37 and 3.38 respectively. 
 
Figure 3.36:  Data Sheet Results 
          Time
0s 20us 40us 60us 80us 100us 120us 140us 160us 180us 200us
V(U3:OUT)
-1.0V
0V
1.0V
 
Figure 3.37:  AD630 Simulation Output 
 
Figure 3.38:  AD630 Implementation Output 
 
3.1.9 Sallen & Key Second Order Active Highpass Butterworth Filter 
The output of the AD630 synchronous detector generated a large DC offset as 
well as frequencies twice the center frequency of its input.  In order to remove the large 
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DC offset a highpass filter was employed.  Another reason to filter the AD630 DC offset 
was that the frequency of blood flow is in the range from 500mHz to 3Hz.  Therefore, the 
choice a 3-dB cut off point for a highpass filter of less than 500mHz was required. 
The High-Pass filter incorporated in the Arterial Perfusion Detection Method was 
a Sallen & Key second order active highpass Butterworth filter.  This filter is a two pole 
filter that exhibits a maximally flat response.  The schematic for the filter designed during 
this research is presented in Figure 3.39. 
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Figure 3.39:  Sallen & Key Highpass Filter 
This circuit belongs to the family of Sallen & Key filters, which are named after 
their original designers.  The design equations of this filter are very straightforward and 
easy to use for fast implementation. 
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3.1.9.1 Circuit Analysis 
The High-Pass filter was designed to meet the specifications: 
• Fcutoff  = < 1 Hz, 
• Non-inverting input, 
• 12 Volts Power Supply. 
The design equations listed in, [4], were followed to achieve the above criteria and the 
necessary resistor values were obtained after first choosing the value for the capacitor.  
Fig 3.40 illustrates the analysis of the filter. 
 
Figure 3.40:  Analysis of the High-Pass Filter 
The filter arrangement required the feedback loop to be attached to the non-inverting 
terminal of the op-amp.  Doing so produced the high input impedance requirement cited 
by the specification. 
 
3.1.9.2 PSPICE Software Simulation 
The filter was designed and simulated using PSPICE software.  The objective of 
this simulation was to verify whether the calculated 3-dB cut-off point was obtained and 
to evaluate the position of the poles and zeroes of the filter to ensure stability.  The first 
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simulation performed was the frequency response of the filter.  Figure 3.41 illustrates the 
response with a 3-dB cut-off of 105.5 mHz.  This cut-off point satisfied the design 
criteria. 
 
Figure 3.41: Simulated Frequency Response of the Highpass Filter 
After the frequency response was acquired the pole and zero placements were 
evaluated.  To evaluate the poles and zeroes of the filter the transfer function, equation 
(7), was programmed into Matlab and analyzed. 
H s( )
K S2 R1 R2⋅ C1⋅ C2⋅( )⋅ ⋅
s2 R1 R2⋅ C1⋅ C2⋅( )⋅ s R2 C2⋅ R2 C1⋅+ R1 C2⋅ 1 K−( )⋅+ ⋅+ 1+         (7) 
Figure 3.42 shows that the locations of the poles of the transfer function are distant from 
the jw axis, which signifies that the filter was stable.  The 3-dB gain of the filter showed a 
frequency response similar to the one obtained during simulation.  This outcome 
demonstrated that the High-Pass Filter was properly designed and met specifications. 
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Figure 3.42:  Pole/Zero and Gain Response of the Highpass Filter 
 
3.1.10 AD620 Integrated Circuit 
The AD620 is a monolithic instrumentation amplifier based on a modification of 
the classic three op-amp approach.  Absolute value trimming allows the user to accurately 
program the gain, with only one resistor, to 0.15% at a gain equal to 100, [7].  Figure 3.43 
presents the AD620’a functional block diagram. 
The stage following the highpass filter was the AD620, which was utilized for 
amplification of the signal.  Normally signals are filtered first and then amplified.  
However, for this design the optimum performance was obtained by highpass filtering, 
amplifying and then lowpass filtering the waveform. 
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Figure 3.43:  Functional Block Diagram of the AD620, [7] 
The AD620 is meant to be used as a differential amplifier.  However, the Arterial 
Perfusion Detection circuit used this amplifier for its gain characteristics, which were 
capable of providing a gain of 1000 by setting the inverting input to ground.  With the 
amplitude of the desired signal unknown and expected to be less than a millivolt, setting 
the gain of the amplifier to 1000 did not cause saturation at the output. 
 
3.1.10.1 Circuit Analysis 
The equation for setting the gain of the amplifier is published in, [7], and 
presented here as equations (8): 
Gain
49.4k
RG
1+ RG
49.4k
Gain 1−
.   (8) 
To obtain the necessary resistor value for a gain of a thousand, the second formula 
presented in equation (8) was used.  Figure 3.44 presents the value for the gain setting 
resistor. 
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Figure 3.44:  Analysis of the Gain Resistor 
 
3.1.10.2 PSPICE Software Simulation 
The amplifier was constructed and simulated in PSPICE.  Figure 3.45 presents the 
schematic that was constructed in PSPICE. 
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Figure 3.45:  PSPICE Schematic of the AD620 
A standard value of 51 ohms was implemented for the gain resistor.  A sine wave 
with amplitude of 0.001mV was used for the simulation input.  The output of the circuit 
yielded a waveform with peak amplitude of 1 Volt.  This outcome demonstrated that a 
gain of 1000 was effectively obtained by the configuration of the AD620 integrated 
circuit.  The output of the AD620 during simulation is presented in Figure 3.46. 
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Figure 3.46:  AD620 IC Simulation Output 
 
3.1.11 Third Order Passive RC Filter 
The last stage of the Arterial Perfusion circuit was a second order passive RC 
filter.  Several different filters, including both active and passive designs were 
implemented and tested during this research.  However, the best results were obtained by 
a second order passive filter.  The schematic for the best filter designed during this 
research, which was passive, is presented in Figure 3.47. 
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Figure 3.47:  Third Order Passive RC Filter 
The literature review indicated that the frequency at which blood flows is 
approximately one hertz.  Therefore, the filter’s 3-dB cut-off frequency was designed to 
be no more than five hertz so that all cardiac and higher order frequencies were 
attenuated. 
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3.1.11.1 Circuit Analysis 
The evaluation of the filter components for the lowpass filter used the basic 
design equation in, [4].  Figure 3.48 presents the overall analysis of the design. 
Given: C 3.3 10 6−⋅:= fc 30:=
Calculation of R:
fc
1
2 π⋅ R⋅ C⋅ solve R, →
R 1.6 103⋅:=  
Figure 3.48:  Analysis of RC Filter Components 
 
3.1.11.2 PSPICE Software Simulation 
The design was constructed in PSPICE and the simulated frequency response of 
the filter was observed.  At first, the calculated design values were used for the 
simulation.  However, the required response was not achieved.  Performance of a Sweep 
Simulation of the resistor value allowed for the selection of a frequency response that 
corresponded to the overall specification.  Figure 3.49 presents the response chosen for 
the design of the Third Order Passive Lowpass RC Filter.  Successful testing and 
implementation of the lowpass filter completed the design for the Arterial Perfusion 
Detector. 
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Figure 3.49:  Passive Lowpass Filter Frequency Response 
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CHAPTER 4 
 
SOFTWARE DESCRIPTION 
 
4.1 Software Description 
The software design used to process the data obtained by the Arterial Perfusion 
circuit will be discussed in this chapter.  The use of a data acquisition card and a personal 
computer interface will be presented in detail.  The personal interface that was designed 
allows the user to view the acquired data in real time as well as perform mathematical 
operations such as performing the derivative on the retrieved data. 
 
4.1.1 National Instruments LabView 
LabView is a graphical programming language produced by National Instruments.  
LabView is used primarily for signal processing of signals ranging from Instrumentation 
Control to Bio-Medical applications.  The LabView graphical dataflow language and 
block diagram approach to problem solving naturally represent the flow of data.  
LabView provides the ability to intuitively map user interface controls to allow 
convenient viewing and modification of the data.  In addition LabView provides the same 
capability for control inputs, [10].  Figure 4.1 illustrates the programming style associated 
with the LabView graphical programming language. 
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Figure 4.1:  Illustration of the LabView Programming Style 
 
4.1.2 Data Acquisition 
Data acquisition is the activity associated with obtaining and storing data in real 
time from analog and digital based devices such as circuits and instrument used during 
and/or under experimentation.  Its functionality generally includes a combination of PC-
based measurement hardware and software to provide a flexible, user-defined, 
measurement system, [10].  Figure 4.2 presents a data acquisition system 
diagrammatically. 
 
Figure 4.2:  Data Acquisition System, [10] 
The data Acquisition hardware used during this research was the PCI-MIO-16E.  
Part of the E Series family of devices, the PCI data acquisition card is one of the fastest 
and the most precise multiplexed data acquisition devices produced by National 
Instruments.  The PCI-MIO-16E card is ideal for applications such as continuous high-
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speed data logging, control applications and high voltage signal or sensor measurements 
when used with NI signal conditioning, [10].  The full data specification for the PCI-
MIO-16E data acquisition card is presented in, [10]. 
 
4.1.3 LabView Interface 
The software interface will illustrate the sampled output signal of the Arterial 
Perfusion Detection Circuit.  The LabView interface developed for this research was 
comprised of four graphs.  The first graph presents the sampled electro-cardiogram signal 
from the first analog input channel of the data acquisition card.  The second graph 
presents the sampled photo-plethysmography signal obtained from the second analog 
input channel of the data acquisition card.  The third graph presents the sampled Arterial 
Perfusion Detection circuit output signal and the fourth graph presents the derivative of 
the output signal.  Figure 4.3 presents the Arterial Perfusion Detection software interface. 
 
Figure 4.3:  Software Interface for the Arterial Perfusion Detection Circuit 
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The derivative of the filtered signal was monitored so that the rate of change of 
the signal could be examined when the arm cuff was utilized during experimentation. 
A filter selection capability was also incorporated in the interface in order to 
remove any unwanted signals or annoying noise.  A total of three digital filters were 
designed.  The digital filter set was comprised of a 60Hz notch filter, a 60Hz Lowpass 
filter and a 30Hz Lowpass filter.  The algorithm generated for the labView interface is 
presented in Figure 4.4. 
 
Figure 4.4:  LabView Graphical Codes 
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CHAPTER 5 
 
TESTING AND RESULTS 
 
5.1 Forearm Limb Experimentation 
The first site chosen for the Arterial Perfusion Detection Method experiment was 
close to the wrist where the radial artery resides.  This location is commonly used by 
medical personnel for the detection of the radial pulse. 
The pulse is the outcome of pressure waves moving through the arterial vessels.  
When the pulse is taken from the wrist, the index and middle fingers are placed on the 
radial artery, which is located on the wrist proximal to the hand.  Therefore, the same site 
was used for the placement of the electrodes during this research.  The spacing of the 
electrodes was kept uniform and at a 5mm distance from each other in order to have a 
greater degree of detection of the pulse.  Figure 5.1 pictures the position of the test 
electrodes. 
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Figure 5.1:  Test Electrode Placements 
 
5.1.1 Arm-Cuff: Deflated 
The first experimentation performed was an attempt to simply detect the arterial 
pulse with the arterial perfusion design and the photo-plethysmograph circuit.  Figure 5.2 
presents the measurement setup for the forearm limb arterial pulse detection experiment. 
 
Figure 5.2:  Setup for the Forearm Limb Measurement 
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In the picture presented in Figure 5.2, the electrodes are connected to the arterial 
perfusion detection circuitry, on the red breadboard, via insulated wires.  The photo-
plethysmograph, built on the black breadboard, was connected to the middle finger. 
The photo-plethysmograph was also implemented in the test.  Capturing 
waveforms using both the arterial perfusion detection method and the photo-
plethysmograph facilitated the determination of whether the waveform obtained from the 
arterial perfusion detection circuit was synchronous with the photo-plethysmograph 
waveform.  The waveform obtained by the arterial perfusion detection method and the 
photo-plethysmograph are presented in Figure 5.3. 
 
Figure 5.3:  Arterial Pulse from Arterial Perfusion and Photo-Plethysmograph 
Study of the graphs presented in Figure 5.3 reveals that, in the ten second time 
frame of the test, both methods detected the same number of peaks, which was thirteen, 
(13), in numbers.  This result demonstrates that the arterial perfusion circuit was 
functioning properly and was synchronous with the photo-plethysmograph signal. 
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5.1.2 Arm-Cuff: Inflated and Released 
The next experimentation utilized an arm-cuff, which is a devise used to measure 
blood pressure.  The arm-cuff utilized during this research is pictured in Figure 4.4. 
 
Figure 5.4:  An Arm-Cuff 
The purpose of the arm-cuff was to stop arterial blood flow into the forearm limb area.  
Applying this constriction facilitated a determination of whether the arterial perfusion 
method was detecting the absence of a pulse in the forearm, which would be identified by 
a change in impedance of the skin.  Figure 5.5 shows the data obtained when the arm-cuff 
was deflated at the beginning of the simulation, inflated to 180 mmHg for approximately 
15 seconds and then released. 
 
Figure 5.5:  Simulation with an Arm-Cuff 
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Figure 5.5 reveals several important factors.  During the initial period, when the 
arm-cuff was deflated, a pulse was detected in both the arterial perfusion detection 
method and the photo-plethysmograph, (PPG), graph.  As the arm cuff was inflated to 
180 mmHg, the signal amplitude of the PPG slowly decreased while the arterial perfusion 
design waveform showed some distortion, which arose due to the sensitivity of the 
design.  Any movement of the measuring arm will cause this effect.  Therefore, it is best 
to be still when performing a measurement.  Both graphs show no significant pulse once 
the arm-cuff is fully inflated, which is expected due to cessation of arterial blood flow.  
Once the arm cuff was released a spike in the Arterial Perfusion Detection waveform was 
obtained.  Physiologically, the spike is due to dilation of the arteries in response to local 
signals from the temporarily obstructed, ischemia, tissue for more oxygen.  This outcome 
can also be evaluated by observing the derivative or rate of change of the waveform.  
Figure 5.6 presents the original filtered arterial perfusion detection signal and its 
derivative. 
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Figure 5.6:  Original and Derivative Waveforms of the APD Design 
The derivative presented in Figure 5.6 signifies the rate of change of the signal 
over time.  It is apparent that the spike generated in the top graph by the release of the 
arm-cuff creates a large change in the derivative signal.  This result demonstrates that the 
signal retrieved by the arterial perfusion corresponds to the impedance changes between 
the two voltage electrodes when the amount of blood at the chosen limb site fluctuates.  
Effectively, this result may not be obtained if a different site had been chosen.  For 
example, performing an experiment with the arterial perfusion detection circuit will yield 
no impedance signal when the electrodes are placed on the skin where the muscles, flexor 
carpi radialis and palmaris longus, are located.  This outcome results from the lack of 
contrast between the skin and the radial artery, which lies beneath the brachioradialis.  
Figure 5.7 presents the anatomy of the forearm limb. 
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Figure 5.7: Anatomy of the Forearm, [19] 
 
5.2 Ankle Limb Experimentation 
The final site chosen for the Arterial Perfusion Detection Method experiment was 
to in the ankle area where the posterior tibial artery resides.  This location is commonly 
used by medical personnel for the detection of the posterior tibial pulse in the lower 
extremities. 
The posterior tibial artery lies along the calf between the soleus and the deeper 
muscles of the lower leg limb.  The posterior tibial artery continues into the sole of the 
foot passing behind the medial malleolus.  In the sole of the foot the artery divides into 
the medial and lateral plantar arteries, which anastomose, (join), with each other and with 
the dorsalis pedis artery to supply the anterior foot and toes, [20].  Figure 5.8 pictures the 
experimental setup for the Ankle Limb experiment. 
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Figure 5.8: Ankle Limb Experimentation 
 
5.2.1 Arm-Cuff: Deflated 
The first experiment performed was to simply detect the posterior tibial pulse with 
the arterial perfusion design and the photo-plethysmograph circuit.  Figure 5.8 presents 
the measurement setup for the ankle limb arterial pulse detection.  The connection of the 
electrodes to the circuits was essentially similar to that mentioned in section 5.1.1 as well 
as the use of both circuits for capturing the waveforms.  Figure 5.9 presents the signals 
obtained from both the arterial perfusion circuit and the photo-plethysmograph circuit. 
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Figure 5.9:  APD and Photo-Plethysmograph Signals 
Study of the graphs presented in Figure 5.9 reveals that during the four second 
time frame of the test, both methods detected the same number of base peaks, which was 
four, (4), in numbers.  The decision to count the base peaks instead of the top peaks is 
due to the poor signal integrity of the photo-plethysmograph.  Several attempts were 
made to obtain a better result but the photo-plethysmograph device was initially designed 
specifically for use with the index finger.  Nevertheless, this result demonstrates that the 
arterial perfusion circuit was functioning properly and was synchronous with the photo-
plethysmograph signal. 
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5.2.2 Arm-Cuff: Inflated and Released 
The next experiment utilized the same arm-cuff, which is pictured in Figure 5.4.  
The purpose of the arm-cuff was to stop arterial blood flow into the ankle limb area.  
Applying this constriction facilitated the determination of whether the arterial perfusion 
method was detecting the absence of the posterior tibial pulse in the ankle.  Figure 5.10 
presents the data obtained when the arm-cuff was deflated at the beginning of the 
simulation, inflated to 180 mmHg and finally released. 
 
Figure 5.10:  Simulation with the Arm Cuff 
Study of Figure 5.10 reveals several important factors.  During the initial 9 
seconds that the arm cuff was deflated, a pulse was detected by the arterial perfusion 
detection method.  The detected signal is presented in Figure 5.11. 
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Figure 5.11:  Initial Pulse of the Ankle Experiment 
As the arm-cuff was inflated to 180 mmHg the arterial perfusion design waveform 
showed some distortion.  As previously mentioned in section 5.2.1, any movement of the 
measuring ankle limb will cause this effect.  Once the arm-cuff was fully inflated the 
graph shows reduced amplitude for pulsatile impedance changes.  The small pulsatile 
impedance that is still present indicates that the arm cuff did not totally occlude the 
arterial perfusion in the calf.  These small changes in the pulsatile impedance of the calf 
are presented in Figure 5.12.  These changes occurred due to the inability of the arm-cuff 
to occlude the lower limb vessels.  A cuff wider than the diameter of the limb at the site 
of application must be used in order to occlude arterial perfusion to the site. 
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Figure 5.12:  Pulsatile Impedance with the Arm Cuff Fully Inflated 
When the arm-cuff was released a spike and the return of pulsatile impedance in 
the Arterial Perfusion Detection waveform were obtained.  Physiologically, the spike is 
due to dilation of the arteries in response to local signals from the temporarily obstructed, 
ischemia, tissue for more oxygen.  This outcome can also be evaluated by observing the 
rate of change or derivative, of the waveform.  Figure 5.13 presents the original filtered 
arterial perfusion detection signal and its derivative. 
 
Figure 5.13:  Original Filtered APD Signal and the Signals’Derivative 
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The derivative waveform presented in Figure 5.13 signifies the rate of change of the 
signal over time.  It is apparent that the spike generated in the top graph by the release of 
the arm cuff creates a large change in the derivative signal.  Overall, this result 
demonstrates that the signal retrieved by the arterial perfusion method corresponds to the 
impedance changes between the two voltages electrodes when the amount of blood at the 
chosen limb site fluctuates. 
 
Figure 5.14:  Initial Pulsatile Changes and Their Derivative 
 
Figure 5.15:  Thorax Impedance Curve, [9] 
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A comparison of the shape of the derivative signal obtained from the APD 
method and the shape of the derivative of a thorax impedance curve shows that they are 
very similar.  The derivative curves are presented in Figures 5.13 and 5.15.  This factor 
confirms that the derivative waveform obtained by the APD method was accurate. 
 
5.2.3 Motion Artifacts 
This section examines the effects of limb movements on the arterial perfusion 
circuit output signal.  As mentioned in the previous sections any motion by the patient 
will degrade the integrity of the captured signal.  For this experiment the subject was 
asked to slightly move his big toe, less than 3 degrees in the upward direction, in order to 
simulate a muscle spasm.  Figure 5.16 demonstrates the resulting signal when the subject 
moved the big toe, slightly, at two different instances. 
 
Figure 5.16:  Output Signal of the Arterial Perfusion Circuit with Movement 
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Study of figure 5.16 reveals that during the 6 second time frame the pulsatile 
impedance changes in the limb were initially present.  When the subject moved the big 
toe slightly, the impedance signal underwent a large alteration.  This change can be 
observed during the 5 second to 10 second time frame in Figure 5.16. 
 
Figure 5.17:  Effects of the Initial Movement of the Big Toe 
Study of Figure 5.17 reveals that a larger pulsatile impedance change was 
obtained.  This outcome can be deducted from the concept that when a muscle is stretch, 
not compressed, an increase in blood will be delivered to that area.  After the subject 
relaxed the big toe, the impedance signal was again prominent.  The subject was asked to 
move his big toe again and a similar motion artifact was obtained compared to the initial 
one.  This result demonstrates that the arterial perfusion detection method design is very 
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sensitive to motion and that any movement will result in the disintegration of the desired 
impedance signal. 
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CHAPTER 6 
 
CONCLUSION AND RECOMMENDATIONS 
 
6.1 Conclusions 
The main objective of this research was to develop and implement an Arterial 
Perfusion Detection Method that utilized the fundamental circuitry of Synchronous 
Detection.  The device was required to work in conjunction with 4-electrodes placed on 
the skin and detect pulsatile impedance changes of the skin.  This research was to employ 
analog technology and software tools in order to realize the coupled advantages of 
adaptability, ease of reconstruction and the potential for future improvements.  In order to 
carry out these objectives it was necessary to implement a design that employed sound 
circuit design tenants.  Moreover, the creation of a program was required that could 
capture the outputs of the hardware in real time, provide a user interface and perform the 
derivative on the data. 
Implementation and testing of the device and software interface developed during 
this research clearly demonstrated that it is possible to design devices that will effectively 
detect pulsatile impedances and ultimately help the healthcare industry minimize the 
occurrence of pressure ulcers. 
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6.2 Recommendations 
The implementation of the Arterial Perfusion Detection Method by Synchronous 
Detection revealed key issues that should be considered for future investigations.  
Specific recommendations for future investigations include: 
• The hardware design develop during this research should be implemented on a 
Printed Circuit Board, (PCB).  This act will enable the mobility of the device, 
which will increase the number and variety of tests that could be performed. 
• The software tools should be implemented on a Personal Data Assistant, 
(PDA), which could provide increased awareness and control by giving a 
patient the capability of self monitoring. 
• A wireless data transmission protocol should be included so that changes in 
the patients’ condition could be logged and monitored by a nurse. 
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Appendix A   
 
Matlab Source Code for the Transfer Function 
 
Narrow-Band Bandpass 
R1 = 1.5e3; 
R2 = 1.5e3; 
R3 = 1.5e3; 
R5 = 1.5e3; 
R6 = 332e3; 
C4 = 1000e-12; 
C6 = 1000e-12; 
%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%% 
Second Order Highpass 
R1 = 332e3; 
R2 = 300e3; 
C1 = 6.8e-6; 
C2 = 6.8e-6; 
K = 1; 
%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%% 
Second Order allpass 
R1 = 3e3; 
R2 = 3e3; 
C1 = .001e-6; 
C2 = .001e-6; 
wo = 1/(sqrt(R1*R2*C1*C2)); 
Q = (sqrt(R1*R2*C1*C2))/(R1*C1+R2*C2); 
k = 1; 
%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%% 
Transfer Function NBP 
B = [0 K/(C6*R6) 0]; 
A = [1 1/(C6*R6) R2/(C4*C6*R1*R3*R5)]; 
V = tf(B,A); 
%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%% 
Transfer Function HP 
B = [K*(R1*R2*C1*C2) 0 0]; 
A = [R1*R2*C1*C2 R2*C2+R2*C1+(R1*C2*(1-K)) 1]; 
V = tf(B,A) 
%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%% 
Transfer Function AP 
B = k*[1 -wo/Q wo^2]; 
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Appendix A:  (Continued) 
 
 
A = [1 wo/Q wo^2]; 
V = tf(B,A); 
%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%% 
Pole/Zero Positions and Gain Analysis 
 
 
figure(44) 
subplot(2,1,1) 
title('Pole Zero Plot') 
zplane(B,A) 
% Determination of Zeros 
disp('zeros are') 
z = roots(B) 
% Determination of Poles 
p = roots(A) 
figure(22) 
zplane(z,p) 
title('Pole Zero Plot') 
subplot(2,1,2) 
% Frequency Response of the Active Filter 
num = [-80 0]; den = [1 5 400]; 
w = logspace(-10,15); 
h = freqs(B, A, w); 
f = w/(2*pi); mag = 20*log10(abs(h)); 
semilogx(f, mag), 
title('Magnitude response') 
xlabel('frequency in Hz'), 
axis([0 500e10 -200 0]) 
ylabel('Gain in dB') 
figure(3) 
Bode(B,A,w) 
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Appendix B 
 
 Matlab Source Code for the Arterial Perfusion Detection Method 
 
close all 
clear all 
clc 
load data_24_10_2005.mat; 
a = TEK00007; 
y = a(:,2); 
y = (y./1); 
x1 = a(:,1); 
x1 = x1 - x1(1); 
a1 = TEK00006; 
yy = a1(:,2); 
yy = (yy./1); 
xx = a(:,1); 
xx = xx - xx(1); 
figure(5) 
subplot(2,1,1) 
plot(x1,y) 
ylabel('Amplitude') 
% title('PPG Pulse Reading') 
subplot(2,1,2) 
plot(xx,yy) 
ylabel('Amplitude') 
xlabel('Time') 
% title('Filtered PPG Pulse' 
% Applying Lowpass filter 
[B,A] = butter(3,.02) 
figure(11) 
Y = filter(B,A,y) 
subplot(2,1,1) 
plot(x1,Y) 
ylabel('Amplitude') 
% title('Arterial Perfusion Detection Method') 
Y1 = filter(B,A,yy) 
subplot(2,1,2) 
plot(xx,Y1) 
ylabel('Amplitude') 
xlabel('Time') 
title('Photo-Plethysmograph') 
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Appendix B: (Continued) 
 
 
% close all; 
% clear all; 
% clc 
%load data_24_10_2005.mat; 
 
% x1 = TEK00006(:,1); 
y1 = TEK00006(:,2); 
% x2 = TEK00007(:,1); 
y2 = TEK00007(:,2); 
% Derivative for TEK00006 
dx1 = diff(x1); 
dy1 = diff(Y1); 
d1 = dy1./dx1; 
n = length(d1); 
d1 = [d1;d1(n)]; 
% the last two lines have to be added because 
% the diff function generates an array that is 
% shorter that x1 and/or y1 
% Derivative for TEK00007 
dx2 = diff(xx); 
dy2 = diff(Y); 
d2 = dy2./dx2; 
n = length(d2); 
d2 = [d2;d2(n)]; 
figure(111) 
subplot(2,1,1) 
plot(x1,Y1) 
title('Photo-Plethysmograph signal') 
subplot(2,1,2) 
plot(x1,d1) 
title('derivative') 
figure(5555) 
subplot(2,1,1) 
plot(xx,Y) 
title('Arterial Perfusion Design signal') 
subplot(2,1,2) 
plot(xx,d2) 
title('derivative') 
xlabel('Time') 
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Appendix C 
 
 Constant Current Source DC Currents and Node Voltages 
 
V3
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Figure C.1:  BJT Node Currents and Voltages 
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Appendix D 
 
Trouble Shooting the AC Voltage to Current Converter 
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Figure D.1:  Constant Current Source 
 
The test procedure requires: 
• An Oscilloscope to measure the voltage across the 1kohm resistor, R3, 
• A Digital Multi-Meter to measure the voltage across a second variable 
resistor, R11, which is in series with R1 at the circuit output, 
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Appendix D: (Continued) 
• A function generator capable of providing a sine wave of variable 
amplitude. 
Vary the amplitude of the constant frequency input signal over the inclusive range from 1 
volt to 5 volts.  With the amplitude of the input signal established vary the value of R11 
in fixed increments from 100ohms to 1kohms.  Record the values of the voltages across 
R1 and R11. 
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Appendix E 
 
 Design of the Emitter Follower 
 
Schematic: 
C2
1u
G
C1
1u
Q1
Q2N3904
V2
FREQ = 100k
VAMPL = 1
VOFF = 0
V
G
G
R1
10k
G
R2
20k R3
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R4
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Figure E.1:  Emitter Follower Schematic 
 
Small signal analysis: 
 
r(pi)Rskin
beta(i(b)
R(E) R(L)R1R2
 
 
 
Figure E.2:  Small Signal Analysis 
 
Chosen: (Beta obtained from PSPICE) 
 
β 162:= R1 10 103⋅:= α
β
β 1+:=
R2 20 10
3⋅:= RL 680:= RE 250:=R1 10 103⋅:=  
 
Essentially R1 and R2 are in parallel as well as R(E) and R(L):
Rl
RL RE⋅
RL RE+
:= RB
R1 R2⋅
R1 R2+
:= RB 6.667 103×=
 
 
EB
C
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Appendix E: (Continued) 
 
 
Calculation:
VB 12
R2
R2 R1+



⋅:= VB 8=
IB
VB .7−
RB β 1+( ) RE⋅+:= IB 1.54 10
4−×=
IE β 1+( ) IB⋅:= IE 0.02509=
Ic IE α⋅:= Ic 0.02494=
VCE 12 IE RE⋅−:= VCE 5.726=
rπ
β .026⋅
Ic
:= rπ 168.881=
 
 
Voltage Gain:
Av
1 β+( ) Rl⋅
rπ 1 β+( ) Rl⋅+:= Av 0.994=
Input Impedance: Output Impdeance:
Zit rπ 1 β+( ) Rl⋅+:= Rs 11
500
1
R1
+ 1
R2
+
:= Rs 465.116=
Zi
1
1
RB
1
Zit
+
:= Zi 5.453 103×=
Zo
1
1 β+( )
Rs rπ+( ) 1RE+
:= Zo 3.89=
 
